> 2862 Alton Ave., livine, A 52606 (949) 261-1022 FAX (949) 261-1228
< . 1014 E. Cooley Dr., Sulte A, Colton, CA 92324 (909) 3704667 FAX (909) 370-1046
2% Del Mar Analy“C a' 7277 Hayvenhurst, Suite 812, Van Nuys, CA 91408 (818) 778-1844 FAX (818) 778-1843
: 9484 Chesapeake Dr., Suite 805, San Diego, CA 92123 (858) 505-8596 FAX (858) 505-9689
9830 South S1st St., Suite B-120, Phoenix, AZ 85044 (480) 785-0043 FAX {480} 795-0851

2520 E. Sunset Rd. #3, Las Vegas, NV 89120 (702) 798-3620 FAX (702) 798-3621

STL Los Angeles

1721 8 Grand Avenue
Santa Ana, CA 92706
Attention: Diane Suzuki

Client Project ID E2F010157 Sampled: 05/31/02

Received: 06/04/02

Report Number:  PLF0033

HPLC CALIBRATION CHECK CRITERIA
POLYNUCLEAR AROMATIC HYDROCARBONS (EPA 8310)

Per Method 8000B of SW-846, the percent recovery of the calibration checks for HPLC analyses must be within % 15%
from the true value for each individual compound or the average % recovery of all compounds in the calibration check solution
must be within + 15% recovery. Per Method 8000B, the end user is to be notified if the latter situation occurs.

The % recovery forthe following individual compounds feli outside the & 15% criteria, however the average % recovery of all compounds
in the calibration check solution was within = 15%, thus meeting the overall calibration check criteria.

Calibration Check
Compound Footnote % Recovery Lab Number Batch
Benzo(b)fluoranthene 1 117.73% PLF0033-01RE! P2F1317
Benzo(g,h,i)perylene 1 124.17% PLF0033-01REL P2F1317
Dibenz(a,h)anthracene 1 122.28% PLF0033-01RE1 P2F1317
- Benzo(b)fluoranthene 1 117.73% PLF0033-02RE1 P2F1317
Benzo(g,h,i)perylene 1 124.17% PLF0033-02RE1 P2F1317
Dibenz(a,h)anthracene 1 122.28% - PLF0033-02RE1 P2F1317
Footnotes:
1 The calibration demonstrated a high bias for this compound. Samples were flagged to indicate a possible high bias in the
result for this compound. '

2 The calibration demonstrated a low bias for this compound. Samples were flagged to indicate a possible low bias in the resuit
for this compound.
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